RESULTS :
The mean age of subjects was 39. 9 (mean) years and the range was 21 -70 HUVITZ noncontact tonometer (NCT) is an air puff tonometer having basic working principle same as that of GAT and compared by many authours [4] In this study, we compared the IOP measurements by HUVITZ NCT and GAT in patients attending OPD of regional eye hospital. [2] , [3] , [9] - [11] The applanation prism tip was cleaned to avoid transmission of infection. [12] - [13] period [8] 
Bland and altman analysis show fair agreement show fair agreement between the two instruments at lower IOP range but poor agreement at high IOP ranges shown in figure 4

G. Discussion
GAT is the gold standard tonometer for IOP measurements but associated problems are attachment with slit lamp, need for a skilled examiner, and portability of the instrument [17] , [18] .Moreover, GAT requires touching the cornea and staining with fluorescein. This touching of cornea raises the issue of sterilization and predisposes the eye to risk of infection [11] - [13] 
